Determination of amiodarone in tablets and plasma by high-performance liquid chromatography.
A method is described for measuring amiodarone in human plasma and tablets using a LiChrosorb RP-18 column, a mobile phase methanol-acetonitrile-phosphate buffer pH 2.6 (80:15:5, v/v) and UV detection at 254 nm. Another antiarrhythmic drug - aprindine was used as an internal standard (i.s.).